X-ray Calibration - Target Sn Method Spectrum Chip C1

B N RN RN RN R
300~ -
250 | =

7)) n -

D l _

£ 200F -

) = m .

"51 : i

= 150 .

) n -

= i uu -

2 100/ h -
o) —

O: ||||||||||~|\|\||| o .

0O 50 100 150 200 250 300 350
Pulseheight / Vcal



	Contents
	Page 1


